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ABSTRACT 


Temperature Gradient Zone Melting Process (TGZMP) was 
used to form P-N junctions in bulk of high purity silicon 
wafers. These diodes were patterned to form arrays for 
x-ray spectrometers. The whole fabrication processes for 
these x-ray detectors are reviewed in detail. 

The P-N junctions were evaluated by 

(i) the dark diode I-V measurements, 

(ii) the diode C^-V measurements, 

(iii) the MOS C-V measurements. 

The results showed that these junctions were linearly 
graded in charge distribution with low reverse bias leakage 
current flowing through them (few nA at -10 volts). 

The x-ray detection experiments showed that an FWHM 
of 500 eV was obtained from these diodes with a small bias 
of just -5 volts (for x-ray source Fe-^). A theoretical 
model was proposed to explain the extra peaks found in the 
energy spectra and a very interesting point — cross talk 
effect was pointed out. This might be a solution to the 
problem of making really high resolution x-ray spectrometers. 

Few additional studies on materials subjected to TGZMP 
conditions were done. They were 

(i) annealing of chemically deposited silicon, 

(ii) recrystallization of chemically deposited silicon, 

(iii) inspection of defects generated by incoherent 
radiation annealing. 

These provide us with very useful information in under- 
standing the mechanism of radiation heating used in TGZMP. 
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I. INTRODUCTION 

Pfann (1) was the first one who used the temperature 
gradient zone melting process (TGZMP) to produce P-N junc- 
tions within bulk semiconductors. Later Anthony and Cline 
demonstrated that droplets of aluminum could be stably mi- 
grated through the silicon wafer if the dimension of the 
zone is sufficiently small (2,3)* They first recognized 
that thermomigration had possibilities in radiation detec- 
tion (4). The advent of large scale x-ray telescope, such 
as the Einstein Observatory, has created a need for an x-ray 
spectrometer with broad energy response. Therefore, the 
people in National Aeronautics and Space Administration 
(NASA) undertook the developement of a TGZMP based detector 
using high purity silicon wafers. Workers at this Labora- 
tory successfully used the TGZMP to fabricate ion controlled 
diodes (ICD) (5.6). A corperation was initiated between 
NASA Goddard and the University of Pennsylvania to develope 
a TGZMP apparatus that then matured into the current con- 
tract to make a small x-ray detector array. These diode 
arrays have been fabricated, tested, and evaluated. The 
results indicate that it is possible to exercise control 
over some of the critical processes. The results both here 
and NASA Goddard indicate that TGZMP diode arrays have at- 
tractive features including very good resolution as x-ray 
spectrometers. 
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II. PRINCIPLES OF X-RAY DTECTION 


When a charged particle or photon passes through a semi- 
conductor like silicon, the overall significant effect is 
the production of many electron-hole pairs along the track 
of it (7.8). The production process may be either direct or 
indirect, in that the particle produces high-energy electrons 
which subsequently lose their energy in producing more elec- 
tron-hole pairs. Regardless of the detailed mechanism in- 
volved, the quantity of practical interest for detector ap- 
plication is the average energy expended by the primary 
charged particle or photon to produce one elctron-hole pair. 
This quantity,, often loosely called the "ionization energy" 
and given the symbol E^ , is experimentally observed to be 
largely independent of both the energy and the type of the 
incident radiation (9.10). The ionization energy of silicon 
is found to be 3.55~3*60 eV at room temperature (9.10,11, 

12 ) . At lower temperatures , the energy gap between conduc- 
tion band and valence band of silicon increases. Thus, the 
energy required to produce an electron-hole pair in silicon 
increases a little bit to 3.75^' 3* 80 eV for temperature 
region between 77°K and 90°K (13.1*0. 

From the theory of P-N junction (15). a depletion region 
almost completely depleted of carriers is formed between P 
and N type materials when a reverse bias is applied on the 
junction. Across this depletion region there is a large 
electrical field due to charge redistribution. When charge 
particles or photons are incident on this depletion region, 
many electron-hole pairs will be generated. These generated 
carriers are then immediately swept by the eledtric field to 
the appropriate electrode of the diode where they are col- 
lectd. 

When a diode is reverse biased across its junction, it 
can be treated as a parallel plate capacitor with junction 
capacitance 
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c = € -- ( 1 ) 

°j e Si* d u; 

where € is the permitivity of silicon, A is the area of 
the junction, and d is the width of the depletion region 
(15). 

For an step graded P + -N junction, the width of the deple- 
tion region can be written as 


(V R +< £ B ))1/2 


~ € Si * fw ' /*N 


where q is the charge of an electron, N Q is the doping con- 
centration of the N type material, is the resistivity of 
the N type material, is the mobility of the electron, 
and V R is the reverse bias across the junction (15). 

is the built-in voltage across the junction. ) 

From Eq. (1) and (2), 

c = A . ( ”d ) 1/2 (3) 

°j A 2 ' IV R +<P B ) > 

When V R is large compared to (p B , we obtain 

doC(f N . Vjj) 1 / 2 (it) 

Similarly, for a linearly graded P-N junction (15) » 


° J oc <V 


- 1/3 


d «= «f H • V 


The energies of x-rays range from 5 KeV to about 1 MeV. 
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With these kinds of photons incident on the reverse 
biased P-N junction, the number of electron^hole pairs gen- 
erated by each photon in the depletion region (If this photon 
fully stops in this region. ) is 


N = f • 


x-ray 


E i 


(eV) 

iwy 


(7) 


where E is the energy of the x-ray photon, E. is the 

x-ray 1 

ionization energy discussed before, and f is a factor re- 
lated to the collection efficiency of the diode (l6). 

The charge collected by the diode for each photon is 


Q = f • N OC E x _ ray (8) 

Therefore, the charge generated is proportional to the 
energy of the incident photons. By measuring the amount of 
charge collected by the diode due to x-ray the energy of the 
corresponding x-ray can then be determined. 

The whole radiation detection system is shown in 
Figure 1. (7). 

Besides the detector, the system consists of three main 
parts s 

(a) Preamplifier 

The fast charge pulses generated in radiation detec- 
tors will first be collected by a following charge 
sensitive preamplifier. In order to assure that com- 
plete charge collection occurs, this preamplifier 
is normally adjusted to provide a decay time for the 
pulse which is quite long (typically 50 to 100 ps). 
The leading edge of the output pulse from the pre- 
amplifier corresponds to the time over which the 
charge produced by the detector is integrated across 
the capacitance of the collection circuit. There- 
fore, the time characteristics of the leading edge 
are determined exclusively by the charge collection 


PREAMPLIFIER 
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FIGURE 1 . Block Diagram Of Radiation 
Detection System. 
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time within the detector. But the decay or return 
to zero of the p^lse is determined by the time con- 
stant of the collection circuit in the preamplifier. 
This time constant must be large compared with the 
detector charge collection time, which might be a 
function of the device geometry, so that full col- 
lection of the charge from detectors with widely 
different collection times can occur before signif- 
icant decay of the pulse sets in. Therefore, such 
pulses generated from the preamplifier as shown in 
Figure 2. (a) have a long tail compared with their 
leading edge, giving rise to the name "tail pulse". 
The preamplifier has a high impedance MOSFET as its 
input stage to reduce the noise level. It is cool- 
ed down to liquid temperature together with the de- 
tector in the detection experiment, which will be 
discussed in section IV. 

If the rate of interaction in the detector is not 
small, thses pulses will tend to overlap one an- 
other and give rese to a pulse train which has the 
apperance shown in Figure 2.(b). Because it is the 
amplitude that carries the basic information (the 
charge Q deposited in the detector) , the "pile-up" 
of pulses on the ' t ails of preceeding pulses which 

* t 

have not fully decayed to zero can be a serious 
problem. Because the time spacing between nuclear 
pulses is random, each pulse can be superimposed 
on a different residual tail and the resulting, am- 
plitude no longer is a good measure of Q from that 
event. The method used to solve this problem is to 
shape the pulses in such a way to produce a pulse 
train similar to that shown in Figure 2. (c) by using 
CR differentiator - RC integrator shaping networks 
(7>8), which is part of the next circuits-linear am- 
plifier. In Figure 2. (c), all the long tails have 
been eliminated but the information carried by the 










- 8 - 


maximum amplitude of the pulse has been preserved. 

The pulses, have been shaped in the sense that 
their total length has been drastically reduced but 
in a way that does not affect the maximum amplitude. 
"Pile-up" problem also introduces the shift of the 
baseline as shown in Figure 2,(d), This can be • 
solved by using baseline restorer, which will not 
be discussed here. 

(b) Linear amplifier 

The proper choice for the time constant of the 
shapping circuits mentioned above depends primarily 
on the charge collection time in the detector being 
used. In the interest of reducing pile-up, one 
would like to keep these time constants short so 
that the shaped waveform can return to the baseline 
as quickly as possible. On the other hand, once 
the shaping time constants become comparable with 
the rise time of the pulse from the preamplifier, 
the input to the network no longer appears as a 
step voltage and some of its amplitude is lost. 

This loss is called the ballistic deficit and can 
be avoided by keeping the time constants long com- 
pared with the charge collection time in the detec- 
tor. Typical values for the time constants of CR- 
RC circuits vary from a few tenths of a microsecond 
for use with very fast semiconductor diode detectors, 
to tens of micorseconds , more suitable for some types 
of proportional counters in which the charge collec- 
tion time can also improve the signal-to-noise ratio 
by limiting the response of the instrumentation to 
those frequency ranges in which the signal has useful 
components. 

Besides pulse shaping, linear amplifier has another 
function of providing enough amplification to match 
the input span for which the multichannel analyzer 
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has been designed. Here a voltage gain of 1000 or 
more can he provided so that the shaped pulse at its 
output can easily cover a span of 0-10 volts. It' is 
the shaping function of the linear amplifier that 
often dominates the performance of the pulse pro- 
cessing system. 

(c) Multichannel analyzer 

Two sets of circuits are included in "the analyzer: 

(1) Discriminator 

In order to count the generated pulses properly, 
the shaped linear pulses must be converted into 
logic pulses. A defferential discriminater with 
two discrimination levels produce a logic output 
pulse only if the input pulse (from linear am- 
plifier) amplitude lies between the two levels. 

By using a se r ies of this circuit the bands of 
amplitudes or "windows" can be selected in one 
of which the input amplitude must fall in order 
to to produce an output pulse. 

(2) Counter 

As the final step in a counting system the logic 
pulses must be accumulated and their number re- 
corded over a fixed period of time. The device 
used for this purpose is a digital counter. 

The counter system is preset to a specified 
number. The counting period is terminated when 
the number of accumulated pulses has reached 
this value. By designing like this a given 
statistical precision can be specified before 
the start of the measurement and the duration 
of counting will be prolonged until enough 
counts have been accumulated to guarantee the 
desired statistical precision. 

Finally, the collected data are displayed on a oscil- 
loscope screen and can also be printed out from a printer. 
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III. FABRICATION PROCEDURES 


Temperature Gradient Zone Melting Process (TGZMP) has 
been successfully used for making ion controlled diodes (5.6). 
Some of the processes involved in the fabrication were not 
well enough controlled. In making x-ray detedtors, essentially 
the same procedures were- followed for fabricating ICD, but 
better contfol was exercised over each individual process 
step. 

(a) Sample preperations 

Three kinds of wafers were prepared as shown in Table 1. 
N-type silicon was chosen because aluminum doping would form 
P-N junctions. (100) orientation was chosen for potasium hy- 
droxide (KOH) preferential etching. The high purity silicon 
(I550il-cm) wafers were provided by NASA. They proved to be 
very suitable for x-ray detectors because of their wide de- 
pletion region width, long lifetime, and high breakdown volt- 
age. Also it was found that with wafers having both sides 
polished, better P-N junctions could be more readily obtained. 

Each wafer was given an initial and basic cleaning (Appen- 
dix A). Considerable care was exercised in these processes 
because any thermal stress or scratch during cleaning would 
kill the lifetime of the devices. 

(b) Substrate contact by phosphorous diffusion 

N + ohmic contacts were made to the substrate material by 
phosphorous diffusion. The spin-on phosphorous dopant solution 
used is called Accuspin P-120 and is made by Allied Chemical 
Company. First, 7-9 drops of P-120 were spun on to the back- 
side of each wafer to form a source film. The thickness of 
this, film was about 2500 8. when spin speeds of 3000 r.p.m. 
were used. A 30 minute prebake at 120°C followed in order to 
drive off the excess solvent vechicle and harden the film. 

Upon completion, the same precedures were repeated on the 


RESISTIVITY (fl-cm) DOPANT TYPE DOPONT CONCENTRATION ORIENTATION THICKNESS (mil) SURFACE CONDITION 
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front surface. 

The diffusion was done in an open system flushed with N 2 
and 0 > 2 ‘ The diffusion temperature was 1100°C and the time was 
50 minutes. The conditions for gas flow were 

N 2 (1.5 liters/min) for the first 40 minutes 

N 2 (1.5 liters/min) 0 2 (75 c.c./min) for the last 10 

minutes 

After diffusion the wafers were dipped in buffered hydro- 
fluoric acid (BHF) solution for 5 minutes to remove the glass 
film. The four point probe technique was used to measure the 
sheet resistance and the results are listed in Table 2. 

The data listed in Table 2. is in agreement with those 
provided by the company. The thickness of this diffused layer 
is about 2 um, so the surface impurity concentration is ap- 
proximately 6 x 10 atoms/cm . 

(c) Thermal oxidation 

Following the diffusion an oxide layer is grown. The dry 
oxidation was done at 1080°C for one hour and forty-five mi- 
nutes. After oxidation, the interference color of the oxide 
film was metallic blue. This oxide layer is used to mask the 
KOH preferential etching of the silicon, so therefore its 
electrical quality is not very important. However, the thick- 
ness range which gives the optimal condition is from 1200 8 
to 1500 8. 

(d) Aluminum evaporation 

The evaporation was done in a vacumn evaporator at a pres- 

n 

sure of 6 x 10”' torr. The aluminum slugs were melted in boron 
nitride boats by a tungston coated heater. The thickness of 
the aluminum is a very important parameter in thermal migra- 
tion. Usually, the thinner the aluminum is, the longer it 


RESISTIVITY OF WAFER 

( n- cm ) 
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takes to penetrate through the wafer. The longer thermal pro- 
cessing time might be bad for devices especially like our ra- 
diation detectors because the radiation keeps on damaging the 
surface. Conversely, if# the aluminum is too thick, it will 
migrate through the silicon very quickly usually causing a 
smearing-out effect which will cause large leakage current 
through the junctions. The optimal condition is to evaporate 
aluminum dots 5 to 6 pm in thickness. 

In order not to contaminate the aluminum after it is evap- 
orated on to the wafer, mechanical masks were used to define 
the pattern directly. Molybdenum sheets with dimensions 2" by 
2" by 0.003" were covered by KODAK negative photoresist and 
then etched by molybdenum etchant at room temperature to get 
the patterns (Appendix B). The A1 patterns have twenty- five 
2 by 2 diode arrays on a two inch wafer. The area of each A1 
dot is (150pm) 2 . 

(e) Aluminum migration by T.G.Z.M.P, • 

The TGZMP is a process in which a liquid zone in the form 
of a sheet, rod, or droplet migrates through a solid in a 
temperature gradient. The migration of the liquid zone is 
caused by three spatially sequential process: dissolution of 
the solid on the hot forward side of the zone; diffusion 
transport of the dissolved silicon to the cold rear side of 
the liquid zone; deposition of the silicon- aluminum alloy on 
•the cold rear surface. 

The experimental apparatus used in TGZMP is shown in 
Figured- It consists of two major parts: the light source 
and the heat sink. The light source consists of a water cool- 
ed reflector main cavity which houses six QHI 1200T3/CL 
quartz infrared lamps (General Electric) in. parallel. The 
lamps are cooled by flushing air through the cavity. The cav- 
ity is covered by a piece of quartz. The heat sink is a water 
cooled copper chamber whose surface is covered by a layer of 
carbon paint to avoid reflection. The surface of the heat sink 
is 2 cm directly under the light source. On top of the sur- 


AIR WATER WATER AIR 
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face, thin quartz pins 1.5 cm long are used as supports for 
the silicon wafer, which is placed directly on top of them. 
The surface of the silicon with aluminum pattern is placed 
face' down to the cooling base. The temperature was measured 
by a chrome 1- alum el thermocouple (usable range: -180°C to 
126o°C) directly contacting to the back surface of the wafer. 

The electrical circuit of the TGZMP facility is shown 
in Figure The three phase AC voltage is controlled by a 
three phase variac driven by a synchronous. The output of the 
variac is rectified by a diode bridge as shown in the figure. 
The DC voltage is then supplied to the lamps. 

The temperature gradient across the silicon wafer is 
about 200°C/cm, The 150 fm wide aluminum dots can be stably 
migrated through the silicon wafer, in eighteen minutes and 
fifteen seconds including 4'50" rise time and 5 ’15" fall 
time. The slow rise and fall times were necessary to avoid 
warping of the wafer and the consequent introduction of de- 
fects which would reduce the lifetime. The fall time began 
when most of the aluminum dots had migrated through the wa- 
fer. 


The temperature-time and power density-time profiles are 
shown in Figure 5* (a) and (b). When logarithm of power den- 
sity versus temperature is plotted, a linear relationship 
is obtained for both rise and fall periods as shown in 
Figure 6 . This relationship can be expressed as 

Power Density = constant x 10 k * ("temperature) ( 9 ) 

where k is a constant ranging from 0.52 to 0.57. This expres- 
sion satisfies the differential equation ~ 



P 



( 10 ) 


where P is the power density and T is the temperature of the 
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FIGURE 5. 


(a) TEMPERATURE - TIME PROFILE 



. (b) POWER DENSITY - TIME PROFILE 
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FIGURE 6 . LOGARITHM OF POWER DENSITY VS. TEMPERATURE 
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wafer. The input power will have to be one hundred times larg- 
er in order to double the temperature of the sample. 

During the thermal migration, the aluminum dot continues 
to travel in the wafer along the direction of maximum thermal 
gradient . Its concentration keeps on decreasing along the 
path. When the migration is completed, the zone near the' back 
surface is filled with aluminum- enriched silicon while the 
zone near the front surface is filled with silicon-enriched 
aluminum. This is why the KOH etchant can etch the back zone 
of the P + region even when there is no window opened on Si0 2 
layer at the back surface. We can see some mullite covering 
the P + region on both surfaces after thermomigration. This 
might be due to the contamination from the environment. 

The pictures preceeding and following the migration of an 
aluminum dot through silicon are shown in Figure 7 . (a) and 
(b) , respectively. The cross section views of the P-N junc- 
tion after migration are shown in Figures • (a) and (b). 

These pictures were taken by Siamak Azizi who was a graduate 
student here. 

TGZMP is the most critical process step for the fabrica- 
tion of x-ray detectors. Because of the nature of the heat 
source, this is also the hardest step over which to get con- 
trol. The reasons arej 

(i) The thermomigration was done at atmospheric pressure 
and the convective heat loss can be quite variable. 
Also because of this, the surface region near the 
P-N junctions was undoubtedly contaminated. The ex- 
tent of this contamination was not studied in this 
work. 

(ii) Since the temperature distribution was not uniform, 
thermal stress was introduced and lateral migration 
occurred in the wafer. This has been experienced 



(b) Aluminum Dot After Thermal Migration 
(The background is the silicon wafer. ) 


FIGURE 






(b) Cross Section View of the P Region 

(W^ can see a little lateral diffusion from the 
P region. ) 


FIGURE 3 
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from the warping of the wafer after migration and 
seen from the shape of the junction as shown in 
Figure 8 . To solve for the warping problem, thicker 
wafers (14 to 16 mils) are recommended for process-* 
ing. 

(f ) Potassium hydroxide (KQH) -preferential etching 

Before etching the silicon we first defined windows (750 
pm) cn both surfaces surrounding the P + region by using neg- 
ative photoresist and buffered hydrofluoric acid. 

There are two reasons why we have to etch the silicon it- 
self i 

(i) The mullite covering on the P + region has to be re- 
moved for better ohmic contact and smaller diode 
leakage current due to surface contamination. 

(ii) The N + layer beneath the Si0 2 layer has to be removed 
in order not to short the junction. 

Different kinds of etching solutions such as aluminum 
etchant (Appendix C), isotropic silicon etchant (Appencix D) 
(17 ) , and anisotropic silicon etchant (Appendix E) (18 ) were 
tried and all failed to remove the mullite. Finally, a KOH (25 
fo) solution in a 4 i 1 ratio with isopropyl alcohol (IPA) was 
tried at 6o°C and the mullite was removed completely in one 
hour and thirty minutes. In this etchant, KOH has been em- 
ployed as the oxidant and IPA as a complexing agent. From our 
experience, it seems as though IPA does not play an important 
role in the etching because the KOH solution does not mix 
with IPA. KOH solution etches the 100 surface much faster 
than it does th_- (111) surface. The ratio of the etching rates 
of these two surfaces is about 25 s 1 at 6o°C as shown in 
Figure 9 . The etching rate of the (100) surface is about 0.5 
pm/min. During the etching process, stirring was used, this 
was an important factor in getting good P-N junctions. Upon 
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completion of the etching, a very clean and shining P + re- 
gion was left as shown in Figure 10. for the front surface and 
in Figurell. for the back surface. The cross section views 
are shown in Figure 12. 

(g) Wet thermal oxidation 

After preferential etching, the SiOg layer was removed 
and the samples went through basic cleaning again (Appendix 
A) . Experience has shown that to passivate the silicon sur- 
face an oxide layer of suitable thickness is needed. The pur- 
pose of surface passivation is to reduce the leakage current 
through the surfaces of the junction. Because the aluminum- 
rich region may melt at high temperature, we should minimize 
the oxidation temperature and shorten the oxidation time as 
much as possible. It is because of this that we adopted a low 
temperature (950°C) wet oxidation process to minimize the lat- 
eral diffusion. A 1700 ft thick oxide layer was obtained in an 
oxidation time of sixty minutes (20 ) . 

(h) Shape of the P-N junction 

Aluminum is a substitutional dopant in silicon. The tem- 
perature dependence of its diffusion constant is 

= Doo . Exp (-E^ / kg.T) (ll) 

where = 4.8 cm /sec is the diffusion constant of aluminum 

in silicon at infinitely high temperature, and E = 3*36 eV 

cL 

is its activation energy (21). 

Therefore, for the oxidation temperature and time used 
the diffusion length is approximately 

L . Time = 0.16 jm (12) 

This indicates that the aluminum diffused out to produce a 
linearly graded junction rather than an abrupt junction. 
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(b) 

FIGURE 11. The Views of Back Surface of Silicon 
Wafers After Preferential Etching. 
(P+ regions are at the center. ) 







Cb) (larger magnification) 

FIGURE 12. Lateral Views of P + Region After 
Preferential Etching. 
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This will be discussed further in Section IV. (b). 

(i ) --Metallization and •packaging; 

The electrical contacts were made to both the substrate 
and the P. region by evaporating thin aluminum layer (about 
5000 &) on to the wafers. An anneal process for aluminum 
at 43 5°C for 30 minutes in forming gas (92^ N 2 and Q% H 2 ) is 
needed to improve the adhesion. 

Finally, these two by two diode array chips were scribed 
and mounted onto ceramic substrates with epoxy. Five gold 
pads cut from a piece of gold foil were glued on the ceramic 
substrate. Four of them were connected to + the four P regions 
and the fifth one to the substrate (the N layer). This com- 
pletes the assembling of the devices. 

The whole fabrication process is shown schematically in 
Figure 11. 
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IV. EXPERIMENTAL RESULTS 
( a) Junction evaluations 

Different methods are used to evaluate the diode junc- 
tions including diode I-V measurements, diode C^-V measure- 
ments, and Metal Oxide Semiconductor (MOS) capacitor measure- 
ments. 

(i) Dark I-V measurements 

The dark current flowing through a reverse biased 
diode is composed of three separate parts: 

(1) saturation current due to diffusion of the mi- 
nority carriers: 

Minority carriers of both P and N type materials 
near the boundaries of the depletion region can 
diffuse into the depletion region. They are then 
swept through this region by the strong electric 
field. This current can not be controlled by the 
process and is proportional to the square of im- 
purity concentration of the substrate for both 
abrupt and linearly graded junctions. So, the 
higher the resistivity is, the lower this cur- 
rent will be. 

(2) generation current in the depletion region: (22) 

The generation current is related to the exis- 
tence of recombination centers, which are due to 
the impurity atoms or structural imperfections. 
This current is quite process-dependent because 

generation • if-. <«> 

for a linearly graded junction. f> and Z are the 
resistivity and lifetime of the substrate and 
is the reverse bias. If is increased or 
Z is decreased due to the process, this current 
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will be increased, 

(3) surface leakage current: 

This current is induced by the interface centers 
near the intersection of the junction and the 
surface. It is quite process -dependent. Because 
of the nature of the etching solution used, it is 
expected that this current would be the dominant 
factor among all different current contributions. 
This is one of the reasons why we have to passiv- 
ate the surface by oxidation. 

The reverse bias I-V characteristics of these diodes 
had been taken before the surface was passivated. 

They are shown in Figure 14. for three different 
kinds of wafers. The same characteristics were also 
measured after the surface had been passivated, met- 
allized, and packaged as shown in Figure 15 . for 
comparisons. For the latter case, the leakage cur- 
rent is always in the nano-ampere region if the bias 
is not too large. 


The informations shown in Figure 14. and 15 . are 
again summarized in Table 3. Also listed in the table 
are the corresponding depletion region widths at the 
approximate breakdown voltages calculated from Equa- 
tion (2). (page 3) 

(ii) Diode C^-V measurements: 

The trasition capacitances (or space charge capaci- 
tances) of diodes under reverse biases were measured 
after - surface passivation. Because of the thermal 
process involved, such as thermomigration and oxida- 
tion, we expect the P-N junction to be linearly 
graded rather than of the ideally step graded type. 
Figure 1 6 . (a) shows the C^-V curve for a diode on 
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i 


(a) Wafer; 8 n-cm. 

Breakdown Voltage; -120 volts. . 
Current Scale; 50 pA/Division. 
Voltage Scale; 50 volts/Division. 


•-W. .. 



(h) Wafer: 12 fl-cm. 

Breakdown Voltage; -200 volts. 

Current Scale; 100 pA/Division. 

Voltage Scale: 50 volts/Division. 

FIGURE lb. P - N Junction Characteristics 
Measured Before Surface Passivation. 
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(c) Wafer; 1550 fl-cm. 

Breakdown Voltage-* -270 volts. 
Current Scale; 100 pA/Division. 
Voltage Scale; 100 volts/Division. 


















(a) Wafer; 6*8 A- cm 



(b) Wafer; 12 A -cm. 



FIGURE 15. 


P - N. Junction Characteristics 
After Surface Passivation. 
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FIGURE 16. - V and Log (C^) - V Characteristic 

Curves for the Case of 12 fl-cm Wafer. 
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the 12 H-cm wafer. The Logarithm (C,-,) - Logarithm ( 
V R ) curve is shown in Figure 16 . (t>) which shows a 
linear relationship with slope 

Logarithm (Cm) 

— = - 0.32 = - 1/3 (14) 

Logarithm (V R ) 

This established that the junctions are linearly 
graded rather than abrupt. The C T -V curves for other 
two kinds of wafers are shown in Figure 17. (a) and 
(b). 

The following model for calculating the space charge 
capacitance is proposed; 

cylindrical capacitor model 

Because during thermomigration the aluminum square 
dots are. rounded off in the silicon wafer, the ac- 
tual shape of the P + region is cylindrical but not 
square as shown in Figure 18. From the equation for 
calculating the capacitance between two concentric 
cylindrical plates, we have (23) 

r* 2 • 7T • ^ qj- 1 ^ • t 

junction = K ( ( A +d) / A ) (1S) 

where 2 . A = 150 pn is the dimension of the aluminum 
dot, 

d is the depletion width, 
and t is the thickness of the wafer, 
t is very difficult to determine precisely due to 
the preferential etching, so estimation is used. 

Table 4. shows the comparisons between the calcu- 
lated values and the experimental data. The data 
was all obtained at equal : jo -20 volts. 

The discrepancies might be due to; 

(1) the over-simplified model. 

(2) the error of measurements. 

(3) the rough estimation about t. 




(DEPLETION 

REGION) 


FIGURE 18 . Simplified Geometry Of The Diode 

Used For Cylindrical Capacitor Model. 




(iii) MOS C-V measurements: 


When the 6H -cm wafers were processed for x-ray 
detectors, three other wafers of the same resis- 
tivity were processed together with them. However, 
the aluminum migration process was skipped for 
these three wafers. After KOH preferential etch- 
ing and basic cleaning, very clean dry oxide films 
were grown on both kinds of wafers- the wafers with 
P + region and those without. Chromium film (100&) 
and gold film (500&) were then evaporated on to 
these wafers in sequence for MOS gate. 

After completion, the C-V characteristic curves 
were taken for both cases as shown in Figure 19 . 

The shapes of these two curves are very similar. 

The G-V curves are also shown in Figure 19 . The 
shoulders on both the C-V and G-V curves correspond 
to turn-on of the (in) region at higher voltages 
(as expected due to their higher interfacial 
state density). The (ill) surface arises because 
of the KOH preferential etching. No additional 
bumps that might' be associated with the P region 
were found in Figure 19.(b). This indicates that 
the P region has no influence on the C-V curve 
of a regular MOS capacitor. However, the problem 
of growing good quality oxide on top of the P. 
region remains. Problems like large leakage cur- 
rent through the oxide or low dielectric strength 
appears. The lower dielectric constant also in- 
fluences the reverse bias dielectric breakdown. 
Since the leakage problem occurrs in both cases 
of Figure 19 when positive bias was applied, 
this might be due to the microcracks in the oxide. 
These mierocracks might be introduced by the 
roughness of the etched surface of the wafers. 
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C -V and G - V for Wafers (a) w ith°ut 
(b) With P + Region. (6Jl-cm wafer) 
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(b) X-RAY DETECTION EXPERIMENTS 

The diode arrays on 1350 H-cm wafers were sent to NASA 

for test. The cryostat system for detection experiment is 

shown in Figure 20. The sample was thermally contacted with 

a copper tube, which could be cooled down to liquid nitrogen 

temperature (77°K). The preamplifier containing a Metal 

Oxide Semiconductor Field Effect Transistor (MOSFET) circuit 

was also cooled down to this temperature. The importance of 

the MOSFET circuit will be discussed later. The temperature 

was measured by a standard silicon diode contacting to the 

device and a voltmeter. The usable temperature region of 

this diode is from 4°K to 400°K. The pressure during mea- 

-4 - 3 

surements was about 10 — 10 ^ torr obtained by an absorp- 
tion pump. The devices and circuits were shielded by thin 
Be foils and the whole cryostat system was covered with black 
cloth. 

The x-ray energy of interest is from 5 KeV to 50 KeV. 

The x-ray source used in this work was Fe - ^ with character- 
istic energies as follows s 

K<# = 5.895 KeV 

Kp = 6.492 KeV 

Since the difference between K* and is only 597 eV, we 
really need a detector with Full Width at Half Maximum 
(FWHM) less than this difference in order to identify the 
two peaks. During the experiment the devices were reduced 
to about 86°K to reduce the noise background. The energy 
spectra obtained from the detection system for different 
bias conditions and operating temperatures are shown from 
Figure 21. (a) to (e). In the right halves of these photo- 
graphs we can see two peaks, one bigger anA the other one 
smaller. The -big peak corresponds to the energy level k« 
of Fe^ while the small one corresponds to k^. Also ob- 
served from these pictures is that the positions of those 
two peaks in the energy spectrum stay invariant through 


BLACK CLOTH 



LIQUID FIGURE 20 . The Cryostat System roughing 

NITROGEN . For X-Ray Detection. pump 



(a) BIAS; -100 VOLTS. 
TEMP., i 115 K. 
FWHM (Koc)i 593 eV. 



(b) BIAS j -40 VOT JS 
TEMP, s 87°K. 

FWHM (Koc)s 613 eV. 

FIGURE 21 . Energy Spectra Obtained From Detection 

System Under Different Operating Conditions, 











(c) BIAS; -20 VOLTS. 
TEMP, j 86°K. 
FWHMj 53^ eV. 




(d) BIAS: -10 VOLTS. 
TEMP. : 85 K. 
FWHM; 51^ eV. 


FIGURE 21. (CONTINUED) 
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(e) BIAS: -5 VOLTS. 
TEMP, ; 89 K. 
FWHMi 514 eV. 



(f) BIAS; -20 VOLTS. 

TEMP, i 130 K. 

FWHMj 480 ~ 500 eV. (estimated) 
(NASA Chip) 

FIGURE 21. (CONTINUED) 
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different bias conditions. The results indicates that these 
diode detectors are suitable for soft x-ray detection. The 
full width at half maximum (FWHM) was also measured for each 
case and the results are listed in Table 5« The best condi- 
tion found is sample "PENN 5 " where -5 volts and 89°K were 
used. Its FWHM is around 500 eV. This result is good because 
the preamplifier, ■ which used resistive rather than opto- 
feedback, had a FWHM of about 400 eV with a Si (Li) radiation 
detector. 

Figure 22 shows the comparison of these results in the 
same spectrum. The counts of peaks K* and Kg were plotted as 
a function of bias voltages in full logarithm scale as 
shown in Figure 23. and 24. Two linear relationships with 
solpes 0.38 and 0.37 for Kc* and Kg were obtained, respec- 
tively. This means that 

(Counts of K* or Kg peak) oC v R °’ 37 ~ 0 * 38 (16) 

From Eq. ( 14) in Section II, we know that 
doc(V R ) 1/3 

Therefore, ™e conclude that 

(Counts of K* or Kg peak) oC Depletion Region Width (17) 

This is reasonable because the wider the depletion region, 
the more charge be collected. 

In Table 5. and Figure 21. (f) also show the data and 
spectra obtained from one of NASA's device operated at similar 
condition except that 130°K was used in stead. Similar re- 
sults to ours were obtained. The reason for this higher op- 
erating temperature will be clear in the last part of this 
section. 

In the left halves of the photographs from Figure 21. (a) 
to (e), we see another peak in the spectrum in each case 
which is unexpected. Two phenomena are observed from this. 
First, the energy positions of these extra peaks are depen- 
dent on the applied biases. The energy increases with the 
bias. Secondly, the peak corresponding to -100 volts case 
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FIGURE 22 . Comparison Of The Energy Spectra. 
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FIGURE 23 . Logarithm Of K« Peak Counts 
vs. Bias Voltage. 
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split into two. We propose the following model to explain 
these interesting phenomena. 

In the array pattern there are four P + regions sitting 
at the four corners of a (1000 pm) cubic. When one of these 
four diodes is reverse biased at very low temperature, its 
depletion region can extend to about 300 to 400 micrometers 
away from the central P . region. This is schematically 
shown in Figure 25. (a). The corresponding energy band dia- 
gram is shown in Figure 25. (b). Holes are generated by ra- 
diation in the neighbors of the three floating diodes. But 
only the holes in the regions of these neighborhoods that 
are closer to the biased diode have a chance to diffuse into 
the depletion region. From a rough calculation, if the tem- 
perature is 87°K and the lifetime of the holes in the bulk 
material is in the range of 100 ps, which is reasonable for 
this high purity (l550H-cm) material and low temperature 
condition, we obtain the diffuion length as 

=^D p . t p = 500-1000 pm (18) 


which shows that there is indeed a probability for the holes 
from those energy band valleys to diffuse into the depletion 
region. 


If we use a very simple diffusion model assuming that 
the probabilityof a hole not being recombined or scattered 
during its diffusion process is exponentially decaying as 
shown in Figure 25. (c). Therefore, the charge collected 
by the biased diode from the nearest neighboring diodes is 

|oao- d x 

bo 


Survived. 


= i- 


= i + 


* k, 



1000 -4 


-o 


= £• 


dx 


_ 1000-4 

£ L » 


(19) 
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region of the 
biased diode 
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built-in depletion 
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diodes 


FIGURE 25. (a) the diode pattern when one of them is 

reverse biased. 
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diode \ 
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(b) the energy bands diagram for a biased 
diode next to an unbiased diode. 


probability density 
function for a ST 
hole to survive \ 
after diffusing 
a distance x. 


p0O = f € 

< , u> 


edge of the depletion 
region 


charge collected 


(c) the probability function of collecting 
charge from the neighboring unbiased 
diodes. 
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where k^ is a constant. 

Since from Eq. (8) we know that the energy in the energy 
spectrum is proportional to the amount of generated charge 
in the depletion region. These diffused charges have suffer- 
ed a distortion in amount before they are collected. This 
explains why the extra peak came out in lower energy region. 
When the reverse bias is increased, the depletion region is 
wider which can. then collect generated charge more completely 
from the three floating diodes. The holes in the next near- 
est neighboring diode can be collected in a detectable amount 
only when the depletion region is wide enough. This .explains 
why the second extra peak came out in even lower energy re- 
gion for the case of bias equal to -100 volts. 

The ratio between the charges collected from the next 
nearest and nearest neighbors is 

_ lOOO-iJa - 4. _ . 

£ L I> |Q00(£-n 4-14 

iooo"--~ - = -e Lo = £ SOa =4-3.7% (20) 

^ Lp Lp=5oo 


This is very close to the ratio between the energies of the 
two unexpected peaks for -100 volts case, which is 



= 43.8 % 


( 21 ) 


When the logarithm of the energy position corresponding 

to the extra peak for each case is plotted as a function 
l/3 

of ' , a linear relationship is obtained, which means 


or 


Log (energy position) OC (22) 

• • k y 1/3 

energy position oC amount of charge ©c e 2 * R 

oCe K 3 * d 


This relationship is shown in Figure 26. 


( 23 ) 


FIGURE 26. Logarithm Of The Energy Positions Of 
The Extra Peaks vs. Bias Voltage. 
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This proves our proposed model. The importance of this re- 
sult is that really good spacial resolution spectrometer 
arrays to the dimension of diffusion length of holes in 
silicon at low temperature can he available. 

Noise 

The noise in the energy spectrum comes from several 
sources: 

(1) any drift of the operating characteristics of the 
detector during the course of the measurements, e.g. , 
the leakage current. This current produces a high 
level of low frequency noise. Such noise can domi- 
nate in low-energy x-ray spectrometer systems. 

(2) sources of random noise within the detector, e.g., 
the thermal noise. This will be reduced at lower 
temperature. 

(3) random noise of the instrumentation system. 

The important sources of noise occur near the begin- 
ning of the signal chain where the signal level is 
at minimum. Noise generated at this point undergoes 
the same amplification as the signal, whereas noise 
generated further along the singal chain is usually 
much smaller than the signal. Therefore, discussions 
of electronic noise sources generality center on the 
preamplifier, and, most important, its input stage. 
This is why we choose to use MOSFETs as the input 
stage. MOSFETs have low leakage current and high 
input impedance. 

If we define the equivalent noise charge (ENC) as the 
amount of charge which, if applied suddenly to the input ter- 
minals of the system, would give rise to an output voltage 
equal to the RMS level of the output due only to noise. ENC 
is translated into the equivalent energy deposition by a 
charged particle in the detector. This explains the pile-up 
of counts at the very low end of the energy spectrum. 
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For MOSFET, it can be obtained that (24) 

ENC OC (24) 

where g m is the trans conductance of the channel of MOSFET. 

•ff is temperature-dependent and has a maximum between. 110°K 
and l4o°K for silicon as shown in Figure 27. When g m is at 
its maximum, the ENC will be at its minimum. This is why 
115°K to 130°K was used for some of the experiments. 
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FIGURE 27 . Temperature Dependence Of 

The Transconductance Of An MOSFET. (25) 


( c) (X --particles detection experiment; 


'This experiment was done in Physics Department, Univer- 
sixy of Pennsylvania. The detection facility was very sim- 
ilar to the one described before. The source of ©(-particles 
was Am x whose peak energy is at 5*^8 MeV. The operating 
temperature was higher than liquid nitrogen temperature. 

The results of the test are listed in Table 6. 

For comparison the data obtained from an ion implanted 
detector is also enclosed in the table. From the compari- 
son the deep diode arrays are found not suitable for (X-par- 
ticle detections. The reasons for this might be that 

(i) the penetration depth of ot-particles is too short, 

(ii) the passivation film (SiOg) acts as a dead layer 
for ©(-particles. 

(iii) the junction area of the ion implanted diode is 
large in this case (25 mm ). 


SAMPLE REVERSE BIAS (V) OPERATING TEMP (°C) REVERSE CURRENT F.W.H.M. (keV) 
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V. ADDITIONAL STUDIES ON MATERIALS SUBJECTED TO TGZMP 
CONDITIONS 


A series of additional intense incoherent radiation 
studies were conduted on the Si wafers in order to obtain 
greater insight into the effect of this processing. They 
are i 

(a) Annealing of chemical vapor deposited SiO ? . 

(b) Recrystallization of chemical vapor deposited Si0 2 . 

(c) Inspection of defects generated by thermal radiation. 

(a) Annealing of chemically deposited Si0 2 

Using the results of N. Goldsmith and W. Kern (28, 

29) Chemical Vapor Deposited (CVD) Si0 2 system was 
designed as shown in Figure 28. 

Silane (SiH^) gas (2.1 fo balanced with Ar) was 
flushed into the system to react with oxygen gas 
just above the surface of the sample in a surface 
reaction. The reaction temperature ranged from 300 
to 500°C. The reaction equation is 

300^-500°C 

SiH 4(g) + °2(g) Si0 2(s) + 2Ii 2(g) (25) 

Argon or nitrgen was used as the carrier. The flow 
rate for each gas species is shown in Table 7. 

The optimal ratio between 0 2 flow and SiH^ 

0 2 3 SiH 4 * 13 U (26) 

and the optimal growth temperature was between 320°C 
and 350°C. Even for the optimal conditions, it was 
difficult to obtain uniform films from this single 
wafer system. The Si0 2 growth rate was from 400 
2/min to 500 2/min. The resulting film could be 
etched by hydrofluoric acid (10$) or buffered HF. 

In order to study the effect of incoherent radiation 



— 28. CVD System Designed For Deposition 
Of Both Silicon And Silicon Oxide. 
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annealing, a two inch wafer with a relatively uni- 
form Si0 2 thin film (about 3000 ft) cut into four 
quarters was used. It was placed in the annealing 
facility (already shown in Figure 3*). The temper- 
ature was measured as described in section III.(e). 

The Si0 2 films were placed to face directly the ra- 
diation source . Different annealing periods were 
used for three samples, as shown in Table 8. After 
the annealing, thicknesses were measured by an 
-step machine and the infrared spectra were taken 
from these four samples. The results are shown in 
Table 8. and Figure 29. 

The thickness of the oxide film decreased with 
annealing time. Wafer 4 is peculiar on its thickness. 
There might be some oxide growing during the anneal- 
ing because of the high temperature and long anneal- 
time used- on this wafer. Th infrared spectra show 
an increase in the absorption peaks at wavelength 
1075 cm and 813 cm . These two peaks correspond 
to the vibrational energies of the bonding between Si 
and 0, This suggests that the number of Si-0 bonds 
increased and that the films became denser with 
time. From the spectra we also see the change in the 
peak height at wavelength 2330 cm”*. This peak po- 
sition is very close to the bonding between Si and 
H (2240^2300 cm” 1 ) (30). 

(b) Recrystallization of chemically deposited silicon 

The system for polycrystalline silicon (poli-Si) is 
exactly the same as the one used for Si0 2 deposi- 
tion. The reaction used is the pyrolytic deposi- 
tion of silane (SiH^). 

SiH 4(g) . ?°0~ZOO°C Si (s) * 2H 2(g) (27) 

Different growth temperatures (700,750, and 800°C) 


•SAMPLE ANNEALING CONDITION COLOR OF S10 9 THICKNESS (ft) I % TRANSMISSION OF 
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FIGURE ? 9 , Infrared Spectra Of CVD Si0 2 Obtained 
From Different Annealing Conditions. 
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were used. X-ray diffraction spectra were taken 
from these samples. When the temperature was lower 
than 700°C, the silicon film was "armophous" because 
no crystallization peak came out in the spectrum. 
When the temperature was from 700 to 750°C, the film 
was polycrystalline and it favored the (111) orien- 
tation growth rather than (110). However, when the 
temperature went higher than 750°C, the growth of 
crystal along (110) was preferred. • These results 
are in agreement with those obtained by Kamins and 
Cass (31). 

The sample grown at 700°C was cut into three parts 
and two of them were further annealed by the radi- 
ation source. The x-ray diffraction spectra were 
taken again. The results and annealing condition 
used are shown in Table 9 and Figure 30. We see 
that during the annealing the films had gone from 
armophous status to polycrystalline status mainly 
along the (111) direction. In a very short anneal- 
ing period of 30 seconds at 730°C poli-Si with crys- 
tallization peaks even higher than those grown at 
730°C for 10 minutes has been. obtained. 

(c) Inspection of defects generated by incoherent radi- 
ation annealing 

The procedures shown in Figure 31* were conducted 
on silicon wafers in order to study surface defects 
g?.nerat&<i by Incoherent Radiation Annealing (IRA) . 

After completion of the three different processes, 
photographs were taken on the surface of the silicon 
wafers. They are shown in Figure 32. 

The results indicate that the Si0 2 film actually 
protects the surface of the silicon wafers from 
some aspect of radiation damage. This coincides 
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FIGURE 31. 


Si Wafer, P type 

( 100 ) , 10-20 
D-cm 


Cleaning Procedure 
(APPENDIX A) 


SAMPLE 3 


SAMPLE 2 


SAMPLE 1 











- 70 - 



(b) SAMPLE 2. 

FIGURE 32 . Surface Defects Inspection 
On Silicon Wafers, 
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with our experience that migration of aluminum dots 
through silicon wafers with oxide always gives us 
P-N junctions with ..lower, leakage current* This 
is because there are more surface defects generated 
by the radiation in the unoxidized case* 
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VI. conclusions' 


The deep diode arrays fabricated by TGZMP have proved 
to be very suitable for x-ray detection. A 500 eV FWHM 
energy resolution has been obtained by biasing the device 
to -5 volts. We believe that better results would have been 
possible if more suitable masks and packages were available. 

TGZMP has proved to be a very reproducible process for 
fabricating the deer diode arrays. Some key points about the 
fabrication process are i 

(1) to use both side polished high purity wafer for pro- 
cessing 

(2) to use thick wafer (14 to 16 mils)* 

(3) to grow 1200 % to 1500 % Si0 2 for both radiation 
shield and etching mask for the silicon wafer. 

(4) to use mechanical mask to define the aluminum pat- 
tern on the silicon wafer directly. 

(5) to use long rise and fall time (3 min to 4 min) to 
keep the lifetime longer, and also to migrate alu- 
minum in controlled atmosphere. 

(6) to grow a low temperature wet oxide for surface pas- 
sivation. 

Thermal migration offers solutions toward extending 
x-ray detectors to the 5 to 50 KeV range and still obtain- 
ing good energy and spatial resolution. Some strong fea- 
tures of these x-ray detectors are* 

(1) ability to produce detectors with good energy and 
spacial resolution. 

If those extra energy peaks in the spectrum can be 
proved to be the crosstalk between diodes in the 
same array in further experiment, the dimension of 
these arrays can be shrinked to within the diffusion 
length of the carriers in the bulk. 


(2) ability to detect high energy x-rays using moderate 
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bias voltages and moderate resistivity material. 

(3) Variable pixel size from the order of tens of microns 
to hundreds of microns can be obtained. 


TYPE OF DETECTOR 

ADVANTAGES 

DISADVANTAGES 

Diffused junctions 

1 . Easy to make. 

2. Less radiation damage. 

3. Less sensitive to 
contamination. 

1. Less sensitive to 
radiation (dead 
layer effect). 

Surface barriers 

1 . Sensitive to 
radiation. 

2. Larger collection 
area . 

3. Room temperature 
operation. 

1. Poor spatial 
resolution. 

2. Not easy to make. 

3. Sensitive to 
radiation damage. 

4. Sensitive to con- 
taminations. 

5. Larger leakage 
current. 

Charge coupled 
device 

1. Good spatial resolu- 
tion. 

1 . Poor coll ection 
efficiency 

Ion-implanted 

junctions 

1 . Small er leakage 
current 

2. Sensitive .to radiatior 

3. Large collection area 

4. Room temperature 
operation 

1 . Low temperature 
operation for low 
energy radiation or 
particles. 

Thermally migrated 
junctions 

1. Good spatial resolu- 
tion. 

2. Smaller leakage 
current 

3. Less sensitive to 
contamination. 

.1 . Fair collection 
efficiency (small 
junction area) 

2. Low temperature 
operation 
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APPENDIX A 


I. Initial cleaning: 

(a) Boil wafer in mixture of HgSO^/H^ (4/1) for 10 minutes. 

(b) Rinse in deionized H 2 0. 

(c) Etch wafer in 10% HF for 1 minute. 

(d) Rinse in deionized f^O. 

II. Basic cleaning: 

(a) NH^OH/H^Og/H^O (1/1/5) at temperature 75 ^ 85°C for 
10 minutes. 

(b) Rinse in deionized HgO. 

(c) HC1/H 2 0 2 /H 2 0 ‘(1/1/5) at temperature 75 * 85°C for 
10 minutes. 

(d) Rinse in deionized HgO. 

(e) Spin dry the wafers. 
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Molybdenum etchant: 

(a) H^PO^ : 38 parts 

(b) HN0 3 : 15 parts 

(c) CH 3 C00H: 30 parts 

(d) H 3 0 75 parts 


APPENDIX B 


(by volume) 
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APPENDIX C 

Aluminum etchant; 


(a) 

H3PO 4 

150 ml 

0>) 

HN 0 3 

5 ml 

(c) 

CH3COOH 

5 ml 

(d) 

h 2 0 

10 ml 
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APPENDIX D 


Anisotropic silicon etchant; 

(a) C 6 H^(0H) 2 

(b) NH 2 (CH 2 ) 2 NH 2 


(c) H 2 0 


4.0 m/o 
46.4 m/o 
49.6 m/o 
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APPENDIX E 

Wright etchant ; 


(a) 

HF 


60 

ml 

tt>) 

HNO^ 


30 

ml 

(c) 

Cr0 3 (5M) 


30 

ml 

(d) 

Cu(N0 3 ) 2 . 

3h 2 0 

2 

S 

(e) 

CH^COOH 


6o 

ml 

(f) 

h 2 0 


6o 

ml 


